PHYSIO-CONTROL® FIRST MEDIC™ 510 


+ AED Defibrillator 

‘© Option: Quick combo Pads 

‘+ Storage compartments for batteries, 
tapes, modules 

© Configurable operation to meet 
changing protocols 

‘© Automated documentation of incidents 
Tor case review. 

‘© Fiberglass reinforced composite ease 
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